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Purpose: Femtosecond lasers have become the standard for laser-assisted in situ keratomileusis 
(LASIK) flap creation, but advanced mechanical microkeratomes are still an alternative, more 
cost-effective way to create the flap. The SCHWIND Carriazo-Pendular microkeratome is one 
of the most commonly used microkeratomes. The influence of different cutting parameters 
(head-advance speeds, cutting heads) on morphology of LASIK cuts was investigated. 
Setting: Experimental study performed at the University Eye Hospital of the Martin Luther 
University Halle/Wittenberg, Halle (Saale), Germany. 

Methods: The Carriazo-Pendular microkeratome was used on freshly enucleated porcine eyes 
for lamellar keratotomy. After flap removal, the cutting edge and stromal bed were evaluated 
from scanning electron micrographs using an individualized scoring system. Four different 
settings of microkeratome parameters were compared. For each setting, eight cuts were evalu- 
ated (n=32). 

Results: Different oscillation frequencies and head-advance speeds did not influence the cut- 
ting qualities. A higher oscillation/feed rate ratio seemed to be advantageous for a smoother 
interface. Concerning different cuttings heads, a deeper keratotomy led to sharper cutting 
edges. The thinner the flap, the more irregularities in the stromal bed appeared. Complications 
did not occur. 

Conclusion: The Carriazo-Pendular microkeratome is a safe tool with which to create a LASIK 
flap and is a good alternative to a costly femtosecond laser. Deeper keratotomies, as well as the 
use of a higher oscillation/feed rate quotient, improve the cutting quality. 
Keywords: laser-assisted in situ keratomileusis (LASIK), microkeratome, stromal bed quality, 
surface regularity, Descemet's stripping automated endothelial keratoplasty (DSAEK), scanning 
electron microscopy (SEM) 

Introduction 

Laser-assisted in situ keratomileusis (LASIK) is a widely used technique in refractive 
corneal surgery. The procedure itself consists of different surgical steps. One of the 
important parts of this surgery is the flap creation. Many complications can occur during 
the preparation of the corneal flap, resulting in costly retreatments. A meta-analysis 
of 30 trials reported an incidence of 31% for intraoperative complications, of which 
19% were microkeratome associated. These were cutting failures such as buttonholes, 
free caps, or irregular or incomplete cuts. The complications required retreatments, 
comprising the majority of postoperative costs. 1,2 Application of femtosecond lasers 
(fs-lasers) is safe and predictable. Nevertheless, specific complications, such as transient 
light sensitivity syndrome, rainbow glare, and complications concerning gas bubbles, 
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may arise. Comparison studies are still being conducted 
comparing laser devices and mechanical microkeratomes. 
The laser devices have been found to be as good as or bet- 
ter than mechanical microkeratomes, but long-term results 
are still needed. 3 Therefore, refinement of cutting quality 
with regard to morphology of cutting surfaces and edges is 
ongoing. A smooth cutting surface is considered to be one of 
the main quality markers in LASIK. Surface irregularities can 
cause haze and result in lower visual outcome; furthermore, 
predictability is reduced because the later excimer laser 
ablation profile is altered. 4 - 5 Sharp cut edges are relevant for 
the reduction of postoperative epithelial ingrowth, less flap 
dislocations, and less postoperative inflammation. 6-9 

Today, different instruments can be used for corneal 
preparation such as occurs in LASIK. One recent option is use 
of an fs-laser system, 10 which is, however, a very expensive 
surgical tool for lamellar keratotomies. Despite the increas- 
ing use of fs-lasers, microkeratomes are still common for 
cutting flaps. 3 

As long as fs-lasers do not offer a main advantage in terms 
of visual outcome or complications, microkeratomes can 
continue to be regarded as a cost-saving alternative. Hence 
it is also necessary to refine the technical parameters of 
mechanical microkeratomes. In this study, we examined the 
influence of different oscillation rates, head advances, and 
cutting depths on the quality of corneal flap cuts. 

Materials and methods 

In this experimental study, freshly isolated porcine eyes (n=32) 
obtained from a local slaughterhouse were used. They were 
kept in a wet chamber at 4°C and used within 5 hours. Prior 
to surgery, eyes were held at room temperature for 2 hours 
to allow deswelling of the corneal stroma. Only macroscopi- 
cally perfect eyes not showing any epithelial defects were 
used. After removing adnexa (lids, extraocular muscles, and 
conjunctiva), the eyes were placed in a suction device in which 
the intraocular pressure was set to 20 mmHg by vacuum. 

Flaps were created using the Carriazo-Pendular (CP) 
microkeratome (SCHWIND eye-tech-solutions GmbH & 
Co, KG, Kleinostheim, Germany). This instrument relies 
on a pendulum-like cutting action being controlled by a 
console giving acoustic and visual signs. Surgeons have the 
opportunity to freely choose the hinge position. Furthermore, 
different flap diameters from 8 to 10 mm can be chosen. 
Blade speed can be set within a range of 2 to 5 mm/second, 
and oscillation frequencies can be adjusted from 9,000 to 
1 5 ,000 rpm. Cutting heads of different sizes (90 um, 1 1 0 jam, 
130 |im, 150 |im, and 170 um) are also available. 11 



Four flap-cut series including eight cuts each were 
performed. For each cut, a new blade was used. Microkeratome 
settings were changed so that four different setups (CP 1-4) 
could be tested (Table 1). Cutting depths and head-advance 
rates were changed in these four groups. To compare the dif- 
ferent head advances, a quotient was created containing the 
oscillation frequency and head-advance-speed. This quotient 
was named the oscillation/advance ratio (OAR) in cuts/mm. 
With an oscillation frequency of 15,000 rpm, 30,000 cuts per 
minute or 500 cuts per second were performed, equating to 
100 cuts per mm when a head advance of 5 mm per second 
is applied. 

After cutting, flaps were lifted using a spatula (G-16193; 
Geuder AG, Heidelberg, Germany), cut at the hinge, and 
discarded. The interface was washed with 5 mL BSS-Solution 
(Alcon Pharma GmbH, Freiburg im Breisgau, Germany). 
With an 1 1 mm Franceschetti trephinator, the corneal beds, 
including the cutting edges, were removed from the rest of 
each globe and prepared for scanning electron microscopy 
(SEM). The corneas were immediately immersed in 3% 
glutaraldehyde, 100 mM hydroxyethyl piperazineethanesul- 
fonic acid (HEPES) (pH 7.4), 1 mM CaCl 2 , 1 mM MgCl 2 , 
and 25 mM NaN 3 and left at room temperature for 2 hours, 
and then at 4°C overnight. The tissues were treated with 2% 
tannic acid for 1 hour, 2% osmium tetroxide for 2 hours, and 
2% uranyl acetate for 1 hour, with washing steps in between. 
Afterwards, the samples were dehydrated in a graded series of 
aqueous ethanol solutions (20%-100%). This was followed 
by critical point-drying with amyl acetate and CO r Finally, 
samples were mounted on aluminum stubs, sputtered with 
gold, and examined by SEM in a DSM 940 A (Carl Zeiss AG, 
Oberkochen, Germany). The description of the morphology 
of the corneal stromal bed as well as the evaluation of their 
surface quality was carried out on the basis of the electron 
micrographs. 

For evaluation, a semiquantitative score system was 
applied to the results observed in the SEM micrographs. 12 



Table I Parameters of the different cutting series 



Series 


n Oscillation 


Head 


OAR 


Depth of 




frequency 


advance 


cuts/mm 


keratotomy 




(rpm) 


(mm/second) 




(Jim) 


CP 1 


8 1 5,000 


3 


167 


1 10 


CP 2 


8 1 5,000 


3 


167 


130 


CP 3 


8 1 5,000 


3 


167 


150 


CP 4 


8 1 5,000 


5 


100 


150 



Notes: CP 1 : 1 67 cuts/mm and I 1 0 (im depth of keratotomy; CP 2: 1 67 cuts/mm and 
I 30 Jim depth of keratotomy; CP 3: I 67 cuts/mm and 1 50 (im depth of keratotomy; 
CP 4: 100 cuts/mm and 150 (im depth of keratotomy. 

Abbreviations: CP, Carriazo-Pendular; OAR, oscillation/advance ratio; rpm, 
rotations per minute. 
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Microkeratome parameters and cutting quality 



Different criteria were evaluated, with points given cor- 
responding to the cutting quality. Therefore, cutting edges 
(Table 2) and cutting surfaces (Table 3) were evaluated 
separately. For evaluating the cutting edges, a 100-fold 
magnification was used. Three different graduations were 
available (criteria I — III). A clearly visible cutting edge with 
no irregularities and a sharp epithelial-stromal crossing 
was scored with 3 points (criterion I). A visible but partly 
inhomogeneous rim was evaluated as 2 points (criterion II). 
If the edge was barely locatable, it was evaluated as 1 point 
(criterion III). 

An electron micrograph with ten-fold magnification was 
used to evaluate the cutting surface (criterion A). Regularity 
of surface structure (criterion B), portion of surface irregular 
(criterion C), and position of the irregular area (criterion D) 
were evaluated on the basis of 50-fold magnification of the 
sample. Each of the eight specimens per series was scored up 
to a maximum of 3 points for the evaluation of the cut edges 
(possible maximum of 24 points) and 1 1 points for the evalu- 
ation of the cut surfaces (possible maximum of 88 points). As 
we examined eight cuts per setting, a maximum of 1 12 points 
could be achieved per series. The evaluation was performed 
in a blinded manner by two different surgeons. 

Statistical analysis was performed using SPSS software 
(v 16 for Windows; IBM Corporation, Armonk, NY, USA). 
The Student's Mest was applied for comparisons. A P-value 
less than 0.05 was considered to be statistically significant. 
For each microkeratome setting, the results were averaged 
and compared using Excel software (Microsoft Corporation, 
Redmond, WA, USA). Each series consisted of eight cuts. 
As new blades were used for each keratotomy and a complex 
preparation for SEM was needed, sample size was limited. 

Additionally, morphological features were examined. 
Cutting shapes were evaluated qualitatively. Typical mor- 
phological characteristics of each microkeratome setup are 
herein described. 

Examples of different morphologies 

Different morphologies appeared and were evaluated. 
Figure 1 summarizes different cutting morphologies that 
formed the basis for the scoring. Regarding cutting edges, 
the Carriazo-Pendular microkeratome creates a serrated rim, 



Table 2 Criteria for the evaluation of cut edges 



Criterion 


Description 


Score 


1 


Sharp, clearly visible cutting edge 


3 


II 


Blurred but visible cutting edge 


2 


III 


No cutting edge visible 


1 



Table 3 Criteria for the evaluation of cut surface characteristics 



Criterion 


Appearance 


Score 


A: surface relief, 


No visible roughness 


2 


1 Ox magnification 


Roughness visible 


1 


B: regularity of surface 


Almost completely maintained 


3 


structure, SOx magnification 


Partially maintained 


2 




Not maintained 


1 


C: portion of surface irregular, 


< 10% of cut surface 


3 


50x magnification 


IO%-20% of cut surface 


2 




>25% of cut surface 


1 


D: position of the irregular 


No irregularities 


3 


area, 50x magnification 


Peripheral only 


2 




All over 


1 



showing the typical shape (Figure lA-a). Another criterion 
was the visibility of the crossing from the epithelium to the 
stroma of the cornea (Figure 1 A-b). In this area, irregularities 
such as tissue ruptures appeared (Figure lA-c). According 
to the sharpness of the cutting edges, different scores were 
available (criteria I— III), as shown in Table 2. 

The cutting surface was observed with regard to any sur- 
face roughness on the basis of ten-fold magnification electron 
micrograph (Table 3, criterion A). In case of a homogenous 
surface, the cut scored 2 points. If the surfaces had a nearly 
completely regular shape, 3 points were awarded. The 
interface could show waves (Figure lB-a), tissue roughness 
(Figure lB-b), or tissue ruptures (Figure lB-c). Depending 
on the location of these irregular morphologies, centrally or 
peripherally, scores from 1-3 points were assigned. 

Results 

A total of 32 cuts were examined. Series 1 to 4 were per- 
formed using different microkeratome parameters. No cutting 
complications, such as free flaps, buttonholes, or incomplete 
cuts, occurred. Figure 2 shows representative samples of 
cutting edges and stromal surfaces for each of the series. 
Scoring of each series is summarized in Figure 3. 

Morphology of the stromal bed surface 

The amount of the inhomogeneous areas led to different 
evaluations, as shown in Table 4. This was estimated by 
distribution on the SEM micrographs. The corneal stromal 
bed demonstrated a very smooth morphology. Evaluating 
criterion A, which characterized the overall appearance of 
the interface, there was a tendency toward more irregulari- 
ties in series CP 1 and 2, with the 1 10 |im and the 130 \xm 
cutting head, respectively. The other cutting surface criteria 
(B-D) were taken together as the regularity index. Series 
CP 3 and 4 reached the highest scores in terms of this index. 
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100 urn 300 urn 



Figure I Examples for cutting morphologies. 

Notes: (A) Cutting edge, lOOx magnification, (a) Epithelium; (b) epithelial-stromal crossing area; (c) stroma. (B) Cutting surface, 50x magnification, (a) Parallel waves; 
(b) tissue roughness; (c) tissue ruptures. 



More specifically, it was the percentage amount of irregular 
areas (criterion C) and the integrity of the surface regularity 
(criterion B) that exhibited the main differences. 

Comparing the surface scores of the different series, no 
statistical significance could be shown. Series CP 4 achieved 



a total of 77 points, equating to 88% of the theoretically pos- 
sible maximum points. In comparison, CP 3 scored 72 points 
(,P=0.407) and series CP 1 and 2 scored 65 points each 
(P=0.055 and P=0.108, respectively). Table 4 summarizes 
the score results for the quality of the stromal bed. 




Figure 2 Cutting examples for the series CP 1-4. 

Notes: I Ox magnification video prints above, 50x magnification surfaces in the middle, lOOx magnification cutting edges below. CP I; 167 cuts/mm and I 10 (im depth of 
keratotomy; CP 2: 1 67 cuts/mm and 1 30 [1m depth of keratotomy; CP 3; 1 67 cuts/mm and 1 50 u.m depth of keratotomy; CP 4: 1 00 cuts/mm and 1 50 ^Im depth of keratotomy. 
Abbreviation: CP, Carriazo-Pendular. 
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Scoring of series 

100 , 




CP 1 CP 2 CP 3 CP 4 

Series 



■ Cutting surface 
□ Cutting edge 



Figure 3 Scoring of series for cutting surfaces (blue bar) and cutting edges (green bar). 
Notes: CP I: 1 67 cuts/mm and I 10 |im depth of keratotomy; CP 2: 1 67 cuts/ 
mm and I 30 (im depth of keratotomy; CP 3: 1 67 cuts/mm and 1 50 [Im depth of 
keratotomy; CP 4: 1 00 cuts/mm and 1 50 (im depth of keratotomy. 
Abbreviation: CP, Carriazo-Pendular. 

Morphology of the cutting edges 

The cutting edges showed serrations, as is typical for 
microkeratomes. The sharpness of the transition between epi- 
thelium and stroma, in particular, was inspected. Furthermore, 
tissue bridges in that area were surveyed. Comparing the four 
series with their different cutting heads, deeper keratotomies 
led to a sharper cutting edge. The 1 50 urn cutting head (series 
CP 3 and 4) scored significantly higher than the 1 1 0 |im cutting 
head used in series CP 1 (P<0.05). The group with a higher 
blade cutting rate (CP 4) also scored slightly higher. The thinner 
the keratotomies, the more irregularities appeared at the cutting 
edges. Table 5 summarizes the score results of each series. 

Impact of keratotomy depth 
and OAR on scoring results 

Our investigations revealed that different head-advance speeds 
and different cutting heads did not influence the surface of the 

Table 4 Scoring of the surface evaluation 

Series Criteria with scores (mean score Total 
per series), n=8 

A B C D 

CP I 10 (1.25) 21(2.625) 18 (2.25) 16 (2.0) 65 (8.125) 

CP 2 10 (1.25) 20 (2.5) 20 (2.5) 15 (1.875) 65 (8.125) 

CP 3 15 (1.875) 23 (2.875) 20 (2.5) 14 (1.75) 72 (9.0) 

CP 4 16 (2.0) 23 (2.875) 21(2.625) 17(2.125) 77 (9.625) 

Notes: CP 1 : 1 67 cuts/mm and I 1 0 [Im depth of keratotomy; CP 2: 1 67 cuts/mm and 
1 30 [Im depth of keratotomy; CP 3: 1 67 cuts/mm and 1 50 (im depth of keratotomy; 
CP 4: 1 00 cuts/mm and 1 50 u_m depth of keratotomy. A: Surface relief; B: regularity of 
surface structure; C: portion of irregular surface; D: position of the irregular area. 
Abbreviation: CP, Carriazo-Pendular. 
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Table 5 Scoring of the cutting edge evaluation 



Series 


Criterion 


II 


III 


Total 


CP 1 


6 


4 


0 


10 


CP 2 


4 


8 


0 


12 


CP 3 


2 


6 


9 


17 


CP 4 


0 


10 


9 


19 



Notes: CP 1 : 1 67 cuts/mm and I 1 0 (im depth of keratotomy; CP 2: I 67 cuts/mm and 
1 30 (im depth of keratotomy; CP 3; 1 67 cuts/mm and 1 50 M_m depth of keratotomy; 
CP 4; 1 00 cuts/mm and 1 50 M_m depth of keratotomy. I: Sharp, clearly visible cutting 
edge; II: blurred but visible cutting edge; III; no cutting edge visible. 
Abbreviation: CP, Carriazo-Pendular. 



keratotomies significantly, although there was a trend toward 
better surface quality using cutting heads performing a deeper 
keratotomy (Figure 4B). Further, higher head-advance speeds 
(lower OAR) seemed to be advantageous for a smoother 
interface. As such, we observed a higher surface regularity 
in the series with 5 mm/second advance speed (Figure 4A). 
This trial was scored 77 points, whereas the same settings, 
except with a 3 mm/second head advance, scored 72 points. 
Overall, the scores of the different series ranged from 65 to 
77 points (theoretical maximum 88 points). On the basis of 
scanning electron micrographs, certain surface morphologies, 
such as tissue ruptures or parallel waves, could be visualized. 
The reproducibility increased with the depths of keratotomy. 
Changing the cutting heads from 110 |im over 130 |im to 1 50 
|im, the standard deviation decreased (+0.77 over +0.73 to 
±0.66). The surface scored a mean of 8.125 points for the 
110 urn and 130 Jim cutting head. The 150 Jim head scored 
9 points (theoretical maximum of 1 1 points). After reducing 
the OAR, the score and standard deviation decreased (9.625 
and ±0.55, respectively). 

Discussion 

The LASIK procedure is a highly standardized and automated 
surgical procedure. Involved instruments have to provide a 
maximum of safety, accuracy, and simplicity with regards to 
handling and performance. Different steps of the surgery may 
have an impact on visual outcome. The preparation of the flap 
and its quality is of particular importance. This study showed 
morphologic characteristics of keratotomies performed by 
the Carriazo-Pendular, a modern mechanical microkeratome. 
Different cutting parameters affected the morphology of the 
cuts. This study assessed the influence of variable depths of 
keratotomies and different head-advance speeds while using 
a constant oscillation frequency. 

The Carriazo-Pendular microkeratome offers a unique 
and modern design for preparation of lamellar keratoto- 
mies such as LASIK or Descemet's stripping automated 
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Impact of OAR 
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Impact of depth of keratotomy 
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CP 4 



□ Depth of keratotomy 



Scoring 



Figure 4 Impact of depth of keratotomy (A) and oscillation/advance ratio (OAR) (B) on scoring results. 

Notes: CP I: 1 67 cuts/mm and I 10 |Im depth of keratotomy; CP 2: 1 67 cuts/mm and 1 30 |im depth of keratotomy; CP 3; 1 67 cuts/mm and 1 50 fim depth of keratotomy; 
CP 4: 1 00 cuts/mm and 1 50 depth of keratotomy. Black numbers include scoring for cutting surfaces and cutting edges; red numbers show OAR (A) and depth of 
keratotomy (B). 

Abbreviation: CP, Carriazo-Pendular. 



endothelial keratoplasty (DSAEK). It is one of the most used 
devices for mechanical flap preparation in LASIK procedure 
in Germany. 13 An advantage is its special type of cutting 
(molding technique). Realized by the cutting head design 



fulfilling a convex applanation of the cornea, the created flap 
shows a planar configuration. 1114 This offers advantages for 
the later ablation by the excimer laser. Because of the constant 
pressure on the cornea, fewer buttonholes appear. 15 
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Microkeratome parameters and cutting quality 



A homogenous stromal surface after flap preparation 
leads to better visual outcome, and high oscillation frequen- 
cies combined with a fast blade rate lead to higher reproduc- 
ibility, 4 - 5 while an elevation of head advance using the same 
oscillation frequencies created worse surface qualities. Using 
lower OARs, better cutting results were observed. 16 Higher 
oscillation frequencies combined with lower advance speed 
possibly increases the horizontal tissue dislocation because of 
more blade movement without real cutting the collagen fibers. 
On the other hand, if the head advancement per oscillation is 
lower, the tissue is cut more cleanly and with less dragging 
and chattering. 17 Contrary to our results, no influence of dif- 
ferent head advance speeds on the interface smoothness has 
been previously revealed in porcine eyes. 18 

Characteristic serrations have been observed on the cut- 
ting edges, as described in earlier studies. 1219 Reducing the 
cutting depth, the edge configuration becomes increasingly 
blurred. This may lead to more flap-associated complications. 
The trial series with the 110 ]im head (3 mm/second head 
advance) was scored 10 out of the theoretical maximum 
of 24 points (42%). In comparison to the 150 |im head 
(3 mm/second head advance), the score decreased signifi- 
cantly (P<0.05). A cutting head of 130 urn scored 12 points, 
which is 50% of the theoretical maximum. Deeper keratotomy 
enables safer blade movement in the corneal stroma. Varying 
the head advance did not affect the cutting edge quality sig- 
nificantly, but there was a trend toward better results in the 
trial using 5 mm/second head advance; here, 19 of 24 points 
were achieved (79%). The series with 3 mm/second scored 
17 of 24 points (71%). To our knowledge, clinical studies 
proving the impact of keratotomy depth on postoperative 
complications such as flap dislocation are not available to 
date. Nevertheless, it is essential to leave a residual stromal 
thickness of at least 250 \im after cutting and laser ablation 
in order to avoid iatrogenous corneal ectasia. It would be 
desirable to investigate the lowest cutting depth with which 
cutting edges present the best morphology. 20 

Sarayba et al investigated nine human corneas using 
SEM micrographs and showed a smoother stromal bed after 
application of a 30 kHz fs-laser when flaps with 110 urn 
thickness were created. 21 This may have been due to the 
fact that they used human corneas and different parameters 
of photodisruptive preparation technique. Therefore, the 
results are not directly comparable. It seems very prob- 
able that fs-lasers can generate smoother cutting surfaces, 
although thinner flaps are created. The small sample size in 
Sarayba et al's study reduces its validity. 21 In this context, 
fs-lasers might be advantageous over microkeratomes as they 



can produce very thin flaps while the cutting edges remain 
extremely sharp. 22 

Porcine corneas are established models simulating 
human tissue; 12 19 - 22,23 however, it would have been desirable 
to investigate human eyes because there are ultrastructural 
differences that limit the comparability of both tissues. The 
human cornea, having a strictly organized Bowman's layer, 
is more rigid. As the porcine corneal tissue is smoother it 
might visualize cutting characteristics better. 24 Considering 
this aspect, porcine eyes could be regarded as a sensitive 
model showing the characteristics of LASIK instruments on 
surface quality of the cuts. In contrast, there are investiga- 
tions demonstrating more surface irregularities in human 
corneas than in porcine corneas. 18 The animal model can 
serve its purpose for investigation of different technical 
parameters, especially since large numbers of samples are 
available. Correlation between system settings and morphol- 
ogy can be shown in animal studies. Further investigations 
must prove such results in regard to the clinical outcome in 
humans. The next step could be in situ investigations, such 
as in the study of Ramirez et al, who studied reflective par- 
ticles in the interface after either bilateral LASIK by fs-laser 
or microkeratome on one eye using confocal microscopy, 
found that there was no statistically significant difference 
in the numbers of particles between each eye. 25 

The scoring system used in this study provided a very 
detailed description of cutting quality, but depended on the 
subjective evaluation of the surgeons. To avoid this bias, it 
would be better to have software detecting and evaluating 
the different criteria. 

The aim of correcting higher myopia requires the creation 
of thinner flaps. Iatrogenic keratectasia is an ongoing problem, 
even if the residual stroma thickness is more than 300 |im. 26 - 27 
The preparation of ultrathin flaps may lead to problems like 
microstriae, tissue particle dislocation into the interface, or 
flap dislocation. 11 - 26 A sharp cutting edge is regarded as advan- 
tageous, avoiding corneal erosion, epithelial ingrowth into the 
interface, and scarring, as well as flap dislocation. 19 Serrations 
of the cutting edge could further support the flap adaptation. 
The steeper the cut, the less epithelial cells are altered, which 
could decrease epithelial ingrowth and unreasonably wound 
healing reaction. Stronger tissue alteration caused by blurred 
cutting can cause more inflammation leading to stronger scar- 
ing as well as myopic regression. 7 - 9 Additionally, the cutting 
head design has an important effect concerning the develop- 
ment of epithelial defects. 8 

Another possible application for microkeratomes is 
the preparation of corneal grafts for DSAEK, in which it 
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is desirable to create a thin and homogenous lenticule for 
transplantation. The Carriazo-Pendular microkeratome 
device in combination with an artificial anterior cham- 
ber is available for this type of surgery. In comparison to 
fs-laser-assisted preparation, the microkeratome seemed to 
be superior in regards to postoperative visual outcome. 28,29 
Further developments in DSAEK are made in creating an 
ultrathin flap by a microkeratome. After a first cut of 300 um, 
a second cut formed a 100 um lenticule, which is used for 
DSAEK. With this technique, comparable visual outcomes 
to Descemet's membrane endothelial keratoplasty could 
be reached, requiring less time and with fewer difficulties 
with donor tissue preparation. 30-32 Good cutting results 
while preparing deeper keratotomies, in particular, could be 
advantageous. A reason for the better outcome after micro- 
keratome preparation in comparison to fs-laser preparation 
might be less tissue bridges. 23 ' 33 

Material and equipment costs play an important role in 
daily medical routine. Microkeratome s such as the Carriazo- 
Pendular device could be a cost-saving alternative to the very 
expensive and vulnerable fs-laser devices. In a prospective 
randomized clinical study of visual outcome, higher-order 
aberrations and flap thicknesses of fellow eyes treated with 
fs-laser- or mechanical keratome-created flaps during laser 
in situ keratomileusis in myopes was investigated. 34 Besides 
more predictable flap thicknesses in the fs-laser group, there 
were no significant differences concerning visual outcome, 
whereas higher-order aberrations were lower in the micro- 
keratome group. In a meta-analysis, similar conclusions 
were drawn: both kinds of preparations revealed comparable 
safety and efficacy. There were more epithelial defects after 
microkeratome use, but more cases of deep lamellar keratitis 
after fs-laser application. 10 

A deeper keratotomy enables a safer sliding of the blade 
in the corneal stroma. This may avoid postoperative compli- 
cations such as flap dislocation. The sharper cutting edges 
might be more important for LASIK than for DSAEK. Higher 
oscillation frequencies may increase the horizontal tissue 
scattering. Each microkeratome system should be regarded 
as a whole functional unit. The investigation of single param- 
eters is very difficult. Therefore, the declaration of an OAR 
for each instrument might be helpful. 

Conclusion 

Microkeratomes may offer a cost-saving alternative to fs- 
lasers. It still remains a wide field for indications for micro- 
keratome use such as LASIK or DSAEK. Further studies 



should compare both techniques to provide more information 
about their advantages and disadvantages. 
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